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ORGANISMO NOTIFICADO N°

0370 - LGAI TECHNOLOGICAL CENTER (APPLUS)

NOTIFIED BODY NUMBER

Shenzhen Hezheng Industrial Development Co., Itd.
SOLICITANTE 601 Zhaoye Workshop, No.172, Huanguanzhong Road,
APPLICANT Songyuanxia Community, Guanhu Street, Longhua District,

Shenzhen City, Guangdong Province, China.

Shenzhen Hezheng Industrial Development Co., Itd.
FABRICANTE 601 Zhaoye Workshop, No.172, Huanguanzhong Road,
MANUFACTURER Songyuanxia  Community, Guanhu Street, Longhua District,

Shenzhen City, Guangdong Province, China.

REGLAMENTO DE APLICACION PARA DAR LA CONFORMIDAD [ APPLICABLE REGULATION TO GIVE CONFORMITY:

REGLAMENTO (UE) 2016/425 SOBRE LOS EQUIPOS DE PROTECCION INDIVIDUAL
REGULATION (EU) 2016/425 PERSONAL PROTECTIVE EQUIPMENT

PROCEDIMIENTO DE EVALUACION DE LA
CONFORMIDAD
CONFORMITY ASSESSMENT PROCEDURE

Mddulo // Module: B

EXAMEN UE DE TIPO / EU TYPE EXAMINATION

IDENTIFICACION DEL EPI (NUMERO DE TIPO)
IDENTIFICATION OF THE PPE (TYPE NUMBER)

HZ96 - Filtering Half Mask

NIVEL O NIVELES DE RENDIMIENTO O LA CLASE
DE PROTECCION DEL EPI / PERFORMANCE LEVEL
OR PROTECTION CLASS OF THE PPE

FFP2 NR

Esta media mascara esta fabricada sdlo para la proteccion del
COVID 19/ This filtering half mask is manufactured for COVID-
19 protection only

NORMAS Aplicables /| APPLICABLE STANDARDS

PPE-R/02.075 version 1
Filtering half mask to protect against COVID-19

FECHA DE EMISION / ISSUE DATE

26/06/2020

VALIDEZ HASTA / VALIDITY UNTIL

26/06/2021

El presente certificado se mantendra vigente durante 1 afo siempre que el producto descrito no sea modificado y cumpla los
requisitos esenciales de salud y seguridad establecidos en el Reglamento (UE) 2016/425, de acuerdo con la recomendacion de
la Comisidn Europea (EU) 2020/403 para su uso por parte del personal sanitario. 7his certificate will remain valid for 1 year as
long as the indicated product is not modified and fulfills the essential requirements of health and safety established in (EU)
Regulation 2016/426, according to the recommendation 2020/403 for its use by healthware professionals.

Xavier Ruiz Pefia
Managing Director, Product Conformity B.U.

Este documento carece de validez sin su anexo técnico, cuyo numero coincide con el del certificado.
This document is not valid without its technical annex, whose number coincides with the number of certificate.
Puede comprobarse la validez de este certificado en nuestra pagina web / You can check the validity of this certificate into our website at

https.//apps.applus.com/microsites/microsites/FECIP/login
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